An unpowered, wireless contact lens pressure sensor for point-of-care glaucoma diagnosis.
The development of a wireless, microfluidic pressure sensor composed of Polydimethylsiloxane (PDMS) and dyed glycerol is presented for point-of-care glaucoma diagnosis. Design, fabrication and test results are presented.